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MSA D008 FLAMMABLE GAS SENSOR: FLAMMABLE GAS MEASURING INSTRUMENTS

2.1

2.2

SUBJECT

The testing and examination of a MSA D008 Flammable Gas Sensor for compliance with the
relevant requirements of:

SABS 1515-1: “Flammable gas measuring instruments and warning devices primarily for use
in mines”,
« Part-1: “Battery Operated Portable Instruments And Devices Of Type A And Type C”.

Note: The original approval was done for GLA Technologies (Model No GLAOOS). Permission for
use of the test results have been granted by GLA Technologies.

DESCRIPTION

GENERAL

The Gas Sensor consists of a plastic case of 109 mm x 67 mm x 47 mm that contains the
electronics and sensor for the detection of flammable gas. It contains a pellistor type sensor for the
detection of methane gas. It has an indicated range of 0% - 5%. It contains both an audible and
visual alarm for warning of the detection of flammable gas.

IDENTIFICATION

The units supplied for SANS 1515 testing were marked with only the model number, “GLA006", and
the serial number. The required marking of the Gas Sensor is covered in the report SAEx05-505.
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Document must be reproduced in full
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